A versatile wearable based on reconfigurable hardware for biomedical measurements

Víctor Toral a,*, Francisco J. Romero b, Encarnación Castillo a, Diego P. Morales a, Almudena Rivadeneyra a, Alfonso Salinas-Castillo a, Luis Parrilla b, Antonio García a

a Dept. Electronics and Computer Technology, University of Granada, 18071 Granada, Spain
b Eceins, Department of Analytical Chemistry, Faculty of Sciences, 18071 University of Granada, Granada, Spain

ABSTRACT

In this work a versatile hardware platform based on reconfigurable devices is presented. This platform is intended for the acquisition of multiple biosignals, only requiring a reconfiguration to switch applications. This prototype has been combined with graphene-based, flexible electrodes to cover the application to different environments [5–7]. Home monitoring can also be used either as a triage tool or as preventive diagnosis to determine whether the user requires further treatments and diagnosis tests in a hospital or can be treated at home. To do so, it is needed to have multiple devices available for the different signals required by the medical personnel. The most common biosignals are electrocardiogram (ECG) and electroencephalogram (EEG), but this last one needs of complex devices and controlled conditions for acquisition. Other typical signals are electromyogram (EMG) and electrooculography (EOG). ECG is essential for the detection of cardiovascular conditions such as heart attacks or heart murmurs, which are some of the most common diseases. EMG is used to diagnose motor diseases like muscular dystrophy or myositis, or to monitor chronic motor diseases. EOG is less used than the other two signals and it allows to diagnose retinal abnormalities and attention deficit disorders [8].

Many portable devices for wearable acquisition can be found in the literature, such as ECG [9–13], EMG [14–16] or EEG sensors [17,18]. EOG is a less common application, but still recent works have focused on this topic, as the one proposed by Debbarma et al. [19]. However, this kind of systems is designed to acquire only one type of signal or for a concrete application. Several authors have recently worked on the acquisition of multiple signals within a single device, which for many of these works is based on an Application-Specific Integrated Circuit (ASIC) with multiple inputs [20–22]. Other approximation is to use ASICs that

1. Introduction

Wearable devices have entered in our lives as usual, daily-life complements. The use of smartwatches and wristbands is now almost universal in monitoring activity and sports. However, medical applications are not yet fully supported by these devices. Continuous monitoring, which is the usual aim of wearable devices, is of special interest for chronic conditions such as diabetes or coronary diseases. This continuous monitoring has been usually carried out in hospital facilities or with relatively complex devices like Holter monitors, which can have a considerable impact on the daily life of the user. Furthermore, these devices do not usually provide remote connection or communication with the medical professional requesting the data, so the acquired data have to be processed off-line, after acquisition.

The use of medical wearables is an useful tool to confront the challenge of remote healthcare [1]. This can be useful in many scenarios, ranging from healthcare in spaces with restricted or difficult access, to avoiding saturation of healthcare systems due to ageing population [2,3]. The former will be one of the main challenges for healthcare systems in the future, with an expected noticeable increase of healthcare needs that can be mitigated with remote healthcare technologies [4]. Thanks to the use of wearables, it is possible to displace patient monitoring, or even some treatments, from hospital infrastructures to home environments [5–7].

https://doi.org/10.1016/j.measurement.2022.111744
Received 17 May 2022; Received in revised form 26 July 2022; Accepted 7 August 2022
Available online 11 August 2022
0263-2241/© 2022 The Authors. Published by Elsevier Ltd. This is an open access article under the CC BY-NC-ND license (http://creativecommons.org/licenses/by-nc-nd/4.0/).
provide a reconfigurable front-end rather than multiple inputs, thus allowing to change that front-end and to apply that hardware to different applications [23–25]. Even if this approximation could be adapted to different scenarios, it is still composed of dedicated hardware that cannot be easily modified.

The development of flexible electronics paves the way for new wearable devices that can be better integrated into the daily life of the user [26,27]. Flexible devices are usually based on printed technologies, novel 2D materials, or the combination of these two technologies [28]. The most typical printing technologies are screen and ink-jet printing, along with spray coating [29,30]. For example, ink-jet can be used on textiles to create e-textiles [31], or can be used on flexible substrates to create electrodes for biosignals [32]. These techniques are not limited to electrodes, as they can be also used for temperature or chemical sensors [33–35].

The expansion of 2D materials includes their application to devices for chemical sensing or biosignal acquisition. For example, Soganci et al. developed a reduced graphene oxide (rGO) glucose sensor [36]. Also, electrodes can be made of graphene, as those developed by Karim et al. [31], Lou et al. [37] or Golparvar et al. [38] that integrate graphene in textile elements. Laser Induced Graphene (LIG) is also a cost-effective technique to obtain this type of electrodes [32,39,40]. These electrodes have several advantages over the traditional ones, as they are dry and can avoid allergic problems related to pastes used in current alternatives [41–43]. Also polymers are available for these purposes, typically Poli(3,4-Ethylenedioxythiophene)-Poli(Styrene Sulfonate) (PEDOT:PSS) is used alone or in combination with carbon derived materials [44–46].

In this work, we combine the advantages of flexible electronics with analog and digital reconfigurable devices to create a versatile hardware platform able to acquire multiple types of signals, only requiring a reconfiguration to switch applications. This is possible thanks to the reconfiguration capabilities of the presented platform. Combining this feature with flexible electronics makes possible to adapt wearables to different parts of the body, or even integrate them into the user clothing. The device proposed in this paper is able to measure biosignals such as electrocardiogram, electromyogram or electrooculogram with the hardware included in the board and also perform chemical analysis using extension boards and the reconfigurability features of the device. These features provide a complete set of diagnosis tools to the user and to medical personnel, available either at home, to be used as a triage tool, or for remote patient monitoring. Besides, this approach has also several advantages in terms of sustainability. The use of only one device for different purposes allows to reduce electronic waste, reusing the device for different applications [47]. An overview of the system is shown in Fig. 1.

The rest of the manuscript is structured in five sections. Section 2 is devoted to the description of the system and the details of its design. Section 3 details some of the methods used in this work, such as signal acquisition or the definition of some performance parameters. Section 4
illustrates the results obtained from the developed prototype. A comparison to other alternatives in the literature is presented in Section 5. Finally, Section 6 summarizes the conclusions derived from this work.

2. System design

2.1. Acquisition system

The developed system is based on reconfigurable devices with analog and digital reconfiguration capabilities, which allow to adapt the acquisition parameters to different biosignals. A schematic overview of the developed system is shown in Fig. 2. The system is based on a Programmable System on Chip (PSoc), specifically the PSoc5 LP from Cypress Semiconductors [48]. This unit oversees the interconnection of all the different subsystems thanks to its inherent reconfigurability. The PSoc SLP also manages communications with external devices through SPI or UART connections. Finally, the Bluetooth connection of the device is controlled by a PSoc4 BLE, also from Cypress Semiconductors [49], which manages the BLE services and communicates data to the central unit. This communication device can be also used to manage auxiliary tasks such as battery monitoring. All connectors referenced in Fig. 2 are flexible, thus allowing to connect either external boards, such as expansion boards, or flexible electrodes or sensors directly linked to the system. These connectors have 4 terminals each one: two of them are power connectors (VCC and GND) and the other two are signal pins. Thanks to this configuration it is possible to connect up to 6 analog signals and 2 digital signals, while 4 power connectors are available in case they are required by any sensor.

The system is also equipped with an INA 333 (from Texas Instruments [50]) differential amplifier directly connected to the PSoc5 LP. Thanks to the reconfigurability of the PSoc5 LP, the differential amplifier can be connected to any analog input and combined with the analog circuitry available within the PSoc5 LP. This amplifier has a fixed gain of 50 V/V.

Thanks to the inherent reconfigurability of the PSoc5 LP, the external components can be connected to a variety of different circuits formed by the internal reconfigurable resources in the PSoc5 LP. In Fig. 3a, a representation of the configuration for ECG acquisitions is shown, which exemplifies the philosophy of the developed system in which the INA333 amplifier is connected to two of the inputs through a preamplification stage.

Since the system is oriented to wearable use, power consumption is key. Thus, in order to improve this aspect, different regulators have been included in the device, as is it shown in Fig. 3b. With this, it is possible to power down any external devices not in use. The system can be supplied in the range from 2.0 to 5.5 V, so a wide range of batteries can be used.
The system has been tested with a 3.7-V, 350-mAh Li-ion battery that allowed to acquire signals for 16 h. The final appearance of the prototype is shown in Fig. 3c, where the main components are highlighted.

The device is mainly oriented to biosignal acquisition; however, its design also makes it possible to broaden its functionalities to other applications. For example, glucose sensing can be also implemented on this device using the technique presented in [51]. This technique needs of a temperature sensor and a small power supply, so the presented device only requires connecting the temperature sensor to the SPI interface and the heater to one of the available power interfaces. The final processing of this chemical sensor is based on a smartphone through colorimetric measurement.

2.2. Electrodes

The electrodes used in this work are designed with LIG technology, which has been proven to be a cost-efficient option to create flexible electronics [32]. The electrodes are created by laser ablation of Kapton® (DuPont), thus producing the so-called Laser Induced Graphene (LIG). Fig. 4a schematizes the structure of the electrode and its fabrication process. A 2.4-W CO₂ laser is used for the ablation of a Kapton film of 75 μm and, later, an adhesive patch is added to attach the electrode to the skin. The used electrodes are circular, with 1 cm of diameter, which is a size similar to commercial wet electrodes. The skin was only treated cleaning it with alcohol to eliminate any grease or dirt which could affect the measurement. The connections to the board are also imprinted on LIG, thus creating a patch-like electrode that can be used in a completely wearable system, similar to the one presented in [32]. The final aspect of the prototype and the patch electrodes fabricated to acquire ECG signals are shown in Fig. 4b. This image is a clear example of how flexible electrodes, and the presented system can be combined. Just changing the flexible patch and the PSoC5 LP configuration, it is possible to adapt the device to other signals such as EOG or EMG as it is described in Section 3.

Fig. 5. Screenshots of custom Android app.

Fig. 6. Acquisition details: (a) ECG signal and placement of electrodes (orange). (b) EOG and placement of electrodes (green). (c) EMG signal and placement of electrodes (blue).
the processing is applied to eliminate high frequency noise. EMG signals either wandering or high frequency noise in the case of ECG. For EOG enough for the needs of the subsequent data extraction. Further details are not processed by the app as the filtering applied with the PSoC5 LP is on the circumstances of the acquisition. Details on the parameters and components of the ECG signal. This filter is implemented in the digital con

2.3. Android app

A custom Android application has been developed to both configure the system and manage the acquisition of the different biosignals. The app is in charge of configuring the platform, acquiring the signals and processing them. It is also able to store the acquired data in the mobile device. Fig. 5 shows some screenshots of the application. This app has been developed for the API level 31 with Android Studio 4.24 and it is compatible down to API level 26.

The preprocessing of signals to suppress noise and interferences is based on the wavelet transform. To apply this transform to the signals, a high pass filter and low pass filter are applied subsequently to the signal in each of the so-called levels of the transform. The coefficients of the filters depend on the wavelet used for the transform. After the transform, low and high frequency components of the signal are obtained, so it is possible to suppress wandering through the low frequency components and to suppress high-frequency noise over the rest of the signal. As it can be seen in the ECG mode screenshot, the parameters of the signal processing can be changed on the fly to fine tune the algorithm depending on the circumstances of the acquisition. Details on the parameters and the processing can be found in [52]. This method allows to eliminate either wandering or high frequency noise in the case of ECG. For EOG the processing is applied to eliminate high frequency noise. EMG signals are not processed by the app as the filtering applied with the PSoC5 LP is enough for the needs of the subsequent data extraction. Further details on signal processing will be provided in Sections 3 and 4.

3. Methods

In this section the acquisition procedures for different biosignals using the presented prototype will be described. Additionally, details on the signal processing implemented for the different biosignals will be provided, and the performance parameters for each experiment will be presented.

3.1. Acquisition methods

The acquisition of biosignals is carried out with a differential amplification and a reference electrode for common mode and noise cancellation. In the case of ECG signals, Derivation I is acquired on the chest of the user by two electrodes above the heart and the reference electrode below it. The reference electrode is used to provide a common mode of VDD/2, thus allowing the amplifier full swing at the output and the feedback of noise with an inverter amplifier in order to cancel it. The signal is later digitalized at a sampling rate of 1 kHz and filtered with a pass-band filter in the 1–50 Hz band, which includes the main components of the ECG signal. This filter is implemented in the digital configurable part of PSoC5 LP. Fig. 6a represents the positioning of electrodes and an example of the signal obtained from these positions and Fig. 7c shows the actual position of electrodes. With this configuration a set of nine 20-second recordings were acquired from two healthy subjects.

In the case of Electrooculogram (EOG), two channels, vertical and horizontal, are required to track all the eye movements, as illustrated in Fig. 6b. In Fig. 7b the patch-like structure for both channels and the reference is shown in real use. In this case, the signals of both channels are multiplexed to be digitalized by the same Analog-to-Digital Converter (ADC), which samples at 2 kHz in order to digitalize each channel at 1 kHz. As detailed above, the reference is used for noise cancellation and common mode adaption. The filtering in this case is low-pass, with a cut-off frequency of 35 Hz, also implemented in the digital configurable subsystem, since the DC component is required to determine when the eye is fixed at any given position. In order to capture the EOG signal, a guide video (see supporting information) has been used to ensure the same movements were always repeated. The experiments to acquire EOG were focused on the acquisition of the two principal types of eye movement, saccadic and smooth pursuit movements. To achieve this, each acquisition was divided in two parts. In the first one, the subject is asked to make saccadic movements with the eyes looking to a point that suddenly changes its position. These movements are repeated five times in each direction. During the second part of the experiment the user is asked to follow a point that is slowly moving from side to side of the window.

Finally, for EMG signals, the acquisition is carried out in a similar way to that of ECG. However, the spectrum of the EMG signal covers the band between 10 and 300 Hz. Thus, the EMG signal is filtered with a pass-band filter between 10 and 500 Hz. This filter is combined with a notch filter at 50 Hz and 10-Hz bandwidth to suppress electrical grid interferences. The positions of the electrodes are represented in Fig. 6c and shown in real use in Fig. 7a. The acquisition was done during a maximum voluntary isometric contraction test of the brachial biceps. The subject was asked to push, applying the maximum force, against a fixture blocking the arm movement. As it will be detailed in Section 3.2, a commercial instrument for biosignal acquisition, Biosignalsplux [50], is used as a reference for this experiment, which was repeated twice, one acquiring the EMG signals with the proposed prototype and then with the Biosignalsplux device. In the case of this Biosignalsplux device, commercial wet electrodes by Ambu® were used.

3.2. Performance parameters

To analyze the performance of the prototype, several parameters have been defined for each type of biosignal. The parameters are based in the extraction of characteristics of these signals. This way of defining the parameters allows to determine the quality of the acquisition, since a noisy of distorted signal will make more difficult the extraction of any parameters.

In the case of ECG, accuracy in the detection of each heartbeat, also defined as QRS complex for the name of the characteristic’s points of each beat, is measured through three parameters, Sensibility, $S_e$,
Positive Diagnosis Value, PDV and Accuracy, Acc, which are defined as:

\[ S_e = \frac{TD}{TD + FN} \]  
\[ PDV = \frac{TD}{TD + FP} \]  
\[ Acc = \frac{TD}{TD + FP + FN} \]

where TD are the correctly, or true-, detected peaks, FP are the False Positives, and FN are the False Negatives.

For EOG, the main objective is to determine the direction and amplitude of the movement through the combination of the vertical and horizontal channels, so the error in those directions will be the performance parameter. In this case, the error is defined relative to a deviation of \( \pm \frac{\pi}{4} \) from the expected angle of the movement:

\[ \varepsilon = \frac{\theta_{\text{expected}} - \theta_{\text{measured}}}{\pi/4} \]

Finally, the EMG spectrum is studied obtaining the Mean Frequency (MNF) and Median Frequency (MDF), which have been demonstrated to be useful for analyzing the muscular fatigue during isometric contraction [53,54]. Since in this case it is difficult to determine the correct MNF or MDF of an acquisition, the signals obtained with the proposed instrument will be compared to the obtained with the commercially available Biosignalsplux device, which is specifically designed for biosignal acquisition. Thus, the frequencies obtained with this instrument will be considered as the reference ones and the error in the frequencies obtained from the instrument presented in this work, MDF, will be determined as:

\[ \varepsilon = \frac{MDF_{\text{commercial}} - MDF}{MDF_{\text{commercial}}} \]

where MDF commercial is the MDF value obtained from the Biosignalsplux device. The same expression for error is considered for the MNF.

4. Results

The results obtained with the presented prototype are illustrated in this section. All the signals have been acquired with the prototype, which transmits the signals in blocks of 5 s through Bluetooth LE to the mobile device. After this transmission, the mobile device processes the signals, which are shown to the user along with the results of the processing.

4.1. Electrocardiogram acquisition

The acquisition of ECG signals was done in segments of 20 s and then processed first using wavelet filtering [52] and, subsequently, applying a threshold algorithm to detect the R peaks corresponding to each beat. After that, local minima before and after each R peak are searched for, in order to detect Q and S peaks. Finally, P and T peaks are found by searching for local minima before Q peaks and after S peaks, respectively. In Fig. 8a, a 10-second segment of one of the acquired ECG signals is shown, including the markers for the PQRST peaks of each beat. As it can be observed, it is possible to detect the characteristic points with a good accuracy for all of Q, R and S points. P and T peaks are more difficult to find, presenting thus higher failure rate in their detections.

Analyzing an averaged QRS-complex, it is possible to more clearly observe the amplitude and timing of each peak, as most of the random noise will be cancelled. Fig. 8b displays the mean QRS-complex obtained from a 20-second recording, which has been obtained after superimposing all detected complexes placing the R-peaks at the reference of the averaged QRS. Using this averaged QRS, the peaks’ amplitudes and the duration of the different time segments can be studied. Results in Table 1, obtained from the average QRS in Fig. 8b, show that while Q, R, S and T peaks are clearly appreciable, the P signal presents reduced amplitude and it is hard to distinguish from the noise. Regarding the time segments, the variation is low except for the QR segment, which presents a higher deviation. This can be explained by the low frequency
of the Q peak, which leads to lower precision in its detection along with the typical short duration of this segment, so a small error in the Q-peak determination can be translated into a large error in the segment determination.

To study FNs and FPs of the obtained ECG records, QRS complexes were manually annotated and the resulting positions compared to those detected with the processing detailed above. As detailed in Section 3.1, the ECG acquisition was carried out with two healthy subjects and 20-second acquisitions for each one. The statistics, shown in Table 2, were obtained using Eqs. (1)–(3). In general, the system presents an accuracy over 80% along with a similar PDV, while $S_e$ is higher and over 90%. Thus, the system detects more false positives than false negatives. This behavior is the usual for threshold detection algorithms in the case of low amplitude signals, since noise can easily be over the threshold. The use of more complex algorithms, such as PCA or clustering methods [55], could improve these results.

4.2. Electrooculogram acquisition

The proposed instrument was also used for EOG acquisition. For this application, two experiments were carried out in order to study the saccadic and pursuit movements while the electrodes were positioned as shown in Fig. 6. An example of the signal obtained from the saccadic movement experiment is shown in Fig. 9. The amplitude in the horizontal channel approximately doubles the vertical channel’s since, while the vertical channel captures only one eye, the horizontal captures both. This circumstance has been taken into account when processing the signals.

With these EOG acquisitions, the amplitude of the five movements in each direction has been averaged to estimate the direction and amplitude of movement. In Fig. 10, a vectorial representation of the amplitudes shows the direction and amplitude of movement. The vectors are composed using the amplitudes of each channel (vertical and horizontal) as components of this vector and after normalization to the maximum of them.

With this, it is possible to calculate the error in the determination of direction, as it was detailed in Section 3.2. The results obtained for the precision in the determination of the movement direction are shown in Table 3. As it can be observed, the precision is over 90% in all the cases. The lower precision is obtained for the “look up” movement, which is affected by a blink movement that can be observed in Fig. 9, in the vertical channel. Furthermore, for this movement, the noise amplitude in the horizontal axis is comparable to the signal amplitude of the vertical axis, so this can be confused as actual movements of the eye.

For the study of pursuit movements, the results for both channels are shown in Fig. 11a. In this case, the amplitude of the movement is variable in time. In Fig. 11b, the vectors, obtained as in the case of saccadic movements, are shown over time. Despite the fact these vectors are mainly in the correct direction when the movement is near the peak, there is an appreciable error when the eye is looking ahead (which may be considered as the resting position). In Fig. 11c the angle of sight and the expected angle are represented over time. As Fig. 10c shows, despite the angle being close to the expected value, there is a small constant error, which increases as the direction changes. With all this, the mean error obtained in the experiment is 11% with respect to the expected angle.

4.3. Electromyogram acquisition

The third application of the proposed instrument is the acquisition of EMG signals. As described above, EMG acquisition was carried out on

<table>
<thead>
<tr>
<th>Record</th>
<th>$FN$</th>
<th>$FP$</th>
<th>TD</th>
<th>$A_{CC}$</th>
<th>$PDV$</th>
<th>$S_e$</th>
</tr>
</thead>
<tbody>
<tr>
<td>ECG_1</td>
<td>1</td>
<td>1</td>
<td>19</td>
<td>90.48%</td>
<td>95.00%</td>
<td>95.00%</td>
</tr>
<tr>
<td>ECG_2</td>
<td>1</td>
<td>2</td>
<td>18</td>
<td>85.71%</td>
<td>90.00%</td>
<td>94.74%</td>
</tr>
<tr>
<td>ECG_3</td>
<td>2</td>
<td>4</td>
<td>17</td>
<td>73.91%</td>
<td>80.95%</td>
<td>89.47%</td>
</tr>
<tr>
<td>ECG_4</td>
<td>1</td>
<td>3</td>
<td>17</td>
<td>80.95%</td>
<td>85.00%</td>
<td>94.44%</td>
</tr>
<tr>
<td>ECG_5</td>
<td>1</td>
<td>1</td>
<td>19</td>
<td>90.48%</td>
<td>95.00%</td>
<td>95.00%</td>
</tr>
<tr>
<td>ECG_6</td>
<td>3</td>
<td>1</td>
<td>18</td>
<td>81.82%</td>
<td>94.74%</td>
<td>85.71%</td>
</tr>
<tr>
<td>ECG_7</td>
<td>1</td>
<td>1</td>
<td>20</td>
<td>90.91%</td>
<td>95.24%</td>
<td>95.24%</td>
</tr>
<tr>
<td>ECG_8</td>
<td>1</td>
<td>1</td>
<td>18</td>
<td>90.00%</td>
<td>94.74%</td>
<td>94.74%</td>
</tr>
<tr>
<td>ECG_9</td>
<td>1</td>
<td>6</td>
<td>10</td>
<td>58.82%</td>
<td>62.50%</td>
<td>90.91%</td>
</tr>
<tr>
<td><strong>TOTAL</strong></td>
<td><strong>168</strong></td>
<td><strong>82.56%</strong></td>
<td><strong>88.13%</strong></td>
<td><strong>92.81%</strong></td>
<td><strong>95.00%</strong></td>
<td><strong>95.00%</strong></td>
</tr>
</tbody>
</table>

Fig. 9. EOG signals obtained for the Look Right and Look up movements.

Fig. 10. Estimation of movement directions from EOG signals.

Table 3. As it can be observed, the precision is over 90% in all the cases. The lower precision is obtained for the “look up” movement, which is affected by a blink movement that can be observed in Fig. 9, in the vertical channel. Furthermore, for this movement, the noise amplitude in the horizontal axis is comparable to the signal amplitude of the vertical axis, so this can be confused as actual movements of the eye.

For the study of pursuit movements, the results for both channels are shown in Fig. 11a. In this case, the amplitude of the movement is variable in time. In Fig. 11b, the vectors, obtained as in the case of saccadic movements, are shown over time. Despite the fact these vectors are mainly in the correct direction when the movement is near the peak, there is an appreciable error when the eye is looking ahead (which may be considered as the resting position). In Fig. 11c the angle of sight and the expected angle are represented over time. As Fig. 10c shows, despite the angle being close to the expected value, there is a small constant error, which increases as the direction changes. With all this, the mean error obtained in the experiment is 11% with respect to the expected angle.
the biceps brachii during isometric contraction. The results of this experiment are shown in Fig. 12a. As the parameter of interest for this type of signal is the frequency spectrum, an example of it is shown in Fig. 12b. As it can be observed, the main part of this spectrum is between 30 and 70 Hz.

As detailed in Section 3.2, a Biosignalsplux device was used as reference for this experiment. The frequencies obtained from both Biosignalsplux and the presented instrument are shown in Table 4. The results obtained with Biosignalsplux show lower median and mean frequencies than those from our prototype. Considering the error as detailed in Section 2, the presented device has an error of 14% when compared to the results of Biosignalsplux. This discrepancy may be due to differences in the force exerted by the subject. It is also noticeable a
difference in the RMS value, which can be due to differences in the contact of the electrodes used for both instruments.

5. Comparison to other alternatives

Finally, the presented system and the corresponding results have been compared to several works in the literature [16,19–24,35,46]. Table 5 summarizes a qualitative comparison between some recent works and this proposal. Two main alternatives can be distinguished in the literature: approaches using an ASIC for several signals, and approaches using a flexible system for a single signal. Some works based on ASICs [20–24], just as this proposal, allow to capture different signals. Unfortunately, they are rigid and, in most cases, do not include the auxiliary hardware needed as power supply or communication subsystems. On the other hand, the approaches based on a device for a specific signal, as those proposed in [19,46], are completely flexible. However, they can only acquire one type of signal and they cannot change their application. The device we propose in this paper combines the advantages of both approaches, i.e., partial flexibility and the ability to acquire multiple signals. In fact, even if the proposed device has only been tested for ECG, EMG and EOG acquisition, it is able to either acquire other signals or switch applications. As an example, this device can be used for some other biological measurements or in chemical sensing, with minimum extra hardware, thanks to its inherent reconfigurability [51].

### 6. Conclusions

In this paper a new platform intended for the acquisition of biosignals in wearable applications is presented. The proposed prototype makes use of reconfigurable devices to adapt the acquisition interface to different signals, which in combination with flexible low-cost electrodes allow the acquisition of multiple types of signals in a variety of scenarios.

Some of the most common electrical biosignals, such as ECG, EMG and EOG, have been acquired with the presented prototype and LiG electrodes in order to illustrate its capabilities. The performance of this device was remarkable in all the cases studied. For ECG, the accuracy is over 82% in the detection of QRS complexes even when using the most basic detection algorithms. For EOG, it is possible to determine the direction of the movements with an accuracy over 96%. Finally, in the case of EMG, the results showed an error lower than 15% when compared to a commercial ad hoc device. When compared to proposals in the literature, in this work we present a device which combines the advantages of different approaches, thus being able to acquire different signals while using flexible electronics to improve ergonomics.

These results demonstrate the wide range of possibilities in portable/wearable applications of the combination of reconfigurable devices with flexible electronics, especially for the remote monitoring of patients using multiple biosignals of interest. Furthermore, this device is not limited to biosignals and its inherent reconfigurability allows it to switch applications in very different fields, for example in portable chemical sensing as described in Section 2.1. The versatility of this device makes it a complete set of monitoring tools integrated in a reduced size device.

**CRediT authorship contribution statement**

**Víctor Toral**: Investigation, Validation, Methodology, Software, Writing – original draft. **Francisco J. Romero**: Investigation, Software. **Encarnación Castillo**: Conceptualization, Software, Supervision. **Diego P. Morales**: Conceptualization, Funding acquisition, Supervision. **Almudena Rivadeneyra**: Alfonso Salinas-Castillo: Resources. **Luis Parrilla**: Resources, Supervision, Funding acquisition. **Antonio Garcia**: Supervision, Writing – review & editing, Project administration.

**Declaration of Competing Interest**

The authors declare that they have no known competing financial interests or personal relationships that could have appeared to influence the work reported in this paper.

**Acknowledgments**

This work has been supported by the Spanish Ministry of Science and Innovation through the predoctoral grant FPU18/01376 and the project PID2020-117344RB-100, and by FEDER/Junta de Andalucía-Consejería de Transformación Económica, Industria, Conocimiento y Universidades through project PY20-00265.

### Appendix A. Supplementary material

Supplementary data to this article can be found online at [https://doi.org/10.1016/j.measurement.2022.111744](https://doi.org/10.1016/j.measurement.2022.111744).

### References


### Table 5

<table>
<thead>
<tr>
<th>Flexibility</th>
<th>Type of Wearable</th>
<th>Dry/Wet</th>
<th>Interface</th>
<th>Size (mm)</th>
<th>Drawback</th>
<th>Biosignals</th>
<th>Reconfigurability</th>
<th>Ref</th>
</tr>
</thead>
<tbody>
<tr>
<td>No</td>
<td>–</td>
<td>–</td>
<td>Wired</td>
<td>1.7 × 0.6 (chip die)</td>
<td>ASIC</td>
<td>ECG/BioZ/PPG/GFA/GSR</td>
<td>Yes</td>
<td>[24]</td>
</tr>
<tr>
<td>Yes</td>
<td>Patch</td>
<td>Dry</td>
<td>Wireless</td>
<td>125 × 18</td>
<td>Not stretchable</td>
<td>EOG</td>
<td>No</td>
<td>[19]</td>
</tr>
<tr>
<td>Partial</td>
<td>Patch</td>
<td>Dry</td>
<td>Wireless</td>
<td>3.3 × 3.6</td>
<td>Rigid circuitry</td>
<td>EMG</td>
<td>Yes</td>
<td>[16]</td>
</tr>
<tr>
<td>No</td>
<td>–</td>
<td>Wet</td>
<td>Wired</td>
<td>2 × 3 (chip die)</td>
<td>ASIC</td>
<td>PPG/EGG/RR</td>
<td>No</td>
<td>[22]</td>
</tr>
<tr>
<td>No</td>
<td>–</td>
<td>Wet</td>
<td>Wireless</td>
<td>40 × 23</td>
<td>ASIC</td>
<td>ECG/PPG/BioZ</td>
<td>No</td>
<td>[21]</td>
</tr>
<tr>
<td>No</td>
<td>–</td>
<td>Wet</td>
<td>Wired</td>
<td>1.5 × 1.7 (chip die)</td>
<td>ASIC</td>
<td>ECG/BioZ/RR</td>
<td>No</td>
<td>[20]</td>
</tr>
<tr>
<td>No</td>
<td>–</td>
<td>Wet</td>
<td>Wired</td>
<td>5 × 5 (chip die)</td>
<td>ASIC</td>
<td>ECG/PPG</td>
<td>Yes</td>
<td>[23]</td>
</tr>
<tr>
<td>Partial</td>
<td>NFC Tag</td>
<td>–</td>
<td>Wired</td>
<td>150 × 70</td>
<td>Specific Tag for each app</td>
<td>ECG/PPG/Temp.</td>
<td>No</td>
<td>[35]</td>
</tr>
<tr>
<td>Yes</td>
<td>T-Shirt</td>
<td>Dry</td>
<td>Wireless</td>
<td>Ø 30</td>
<td>Not stretchable</td>
<td>EOG</td>
<td>Yes</td>
<td>[46]</td>
</tr>
<tr>
<td>Partial</td>
<td>Patch</td>
<td>Dry</td>
<td>Wireless</td>
<td>Ø 30</td>
<td>Not stretchable</td>
<td>EOG/EMG/EOG/…</td>
<td>Yes</td>
<td>This work</td>
</tr>
</tbody>
</table>

**Measurement 201 (2022) 111744**